This study aimed to verify the accuracy of half-value layer (HVL) measured using the new copper pipe method with the CT ionization chamber while the X-ray tube is rotating and to compare it with the conventional nonrotating method and Monte Carlo simulation method based on the actual measurement and geometry of the new copper pipe method. HVL was measured while the X-ray tube was rotating using a CT ionization chamber surrounded by copper pipe absorbers and located at the isocenter of the CT gantry. The exposure as the copper pipe thickness approached 0 mm was extrapolated from the attenuation curve to take the influence of scatter radiation into consideration. The results of the new copper pipe method were compared with those of the other two methods. Data were acquired using two different CT scanners on a single axial scan. The two one-sided test (TOST) equivalent test yielded equivalence between HVLs derived from the new copper pipe and the nonrotating methods (P < 0.05) and those derived from the new copper pipe and the simulation methods (P < 0.05) at the equivalence margins of ± 0.03 mmCu. The mean absolute difference in HVL between the new copper pipe and conventional nonrotating methods was 0.01 ± 0.02 mmCu, which corresponded to an error of effective energy of (0.86 ± 1.66)%. The new copper pipe method can ensure that HVL of CT scanner can easily be evaluated using solely the CT ionization chamber and copper pipe absorbers without requiring service engineering mode.
the ring method 1 does not require parking the X-ray tube to measure HVL; instead, HVL is measured while the tube is rotating by placing the CT ionization chamber at the center of the gantry, and surrounding it with aluminum rings. Thus, each projection of the Xray beam is filtered by an identical amount of aluminum, and this method requires custom-built acrylic stands to support the aluminum rings. The localization method 1 uses the CT's localizer mode to measure HVLs. This method is similar to the conventional nonrotating method; however, it requires a special support mechanism for the CT ionization chamber to prevent it from moving when the couch moves. The lead-covered case method 2 can also measure HVL without using the service engineering mode. The box, made of lead plates, blocks out the X-ray beam, except for an aperture in the box.
Attenuators, such as aluminum or copper filters, are placed on this aperture to measure HVL. The lead box is easy to manufacture; however, its bulkiness and the placement of the CT ionization chamber prove to be the drawbacks associated with this method.
The copper pipe method, 3 which is one of the HVL evaluation methods, uses general-purpose ionization chamber and several thicknesses of copper pipes to determine HVL. The copper pipes were fabricated to attach general purpose ionization chamber (6 cc thimble). The diameter and length of the copper pipes were 20 and 40 mm respectively. An ionization chamber was covered with them, exposure was measured, and attenuation curves were derived. The attenuation curves of semilogarithmic plots were approximated by cubic function from 0 to 0.3 mm thickness of copper pipes, and quadratic function from 0.3 to 0.6 mm. HVLs were derived as the thickness of copper required to attenuate one-half of the incident radiation by using these attenuation curves. This method does not need special support for the CT ionization chamber; instead, the chamber can be placed anywhere within a field of view. However, this method has some unsolved problems. First, the method uses a general-purpose ionization chamber, which is not commonly used for dose measurement in CT. Second, choosing the correct approximation function depends on the thickness of the copper pipe. For example, from 0 to 0.3 mm, a cubic function is used, whereas from 0.3 to 0.6 mm, a quadratic function is used. Third, the error in effective energy between the copper pipe method and the conventional nonrotating method is relatively large, even after applying a correction factor (1.81 ± 1.38%).
The present study aimed to solve the abovementioned problems and verify the accuracy of the new copper pipe method in measuring HVLs in CT scanners while the X-ray tube is rotating. The new method was compared with the conventional nonrotating method and a simulation method using the geometry of the new copper pipe method. and an electrometer (model 2026C electrometer; Radcal). | 187 detector configuration of 4 × 0.625 mm for the 64-channel MDCT scanner. A tube current of 50 mA, X-ray tube rotation time of 1.0 s per rotation, and a small focal spot size were selected for both CT scanners. The beam width differed between the two CT scanners because of their different detector configurations. Each series of data were log-transformed, and attenuation curves were derived using the least-squares method. Exposures were measured at least thrice and averaged. The exposures as the copper pipe thickness approached 0 mm (I 0 0 ) were extrapolated from the approximate curves to take the effect of the scattered radiation into consideration.
| MATERIALS AND METHODS

2.A | CT scanners and dosimeter
2.B | New copper pipe method
The ratio of I 0 0 and the exposure at HVL is shown in the following equation:
where I HVL represents exposure at HVL. When taking the logarithm of Eq. (1),
The exposure at HVL will be described by following formula,
HVL was determined by using Eq. Figure 3 shows the experimental setup of the conventional nonrotating method. Briefly, the scan parameters were kept the same as the new copper pipe method, except that the X-ray tube was parked at the bottom of the gantry using the service engineering mode.
2.C | Conventional nonrotating method
Exposure time was set to 1.0 s. The ionization chamber was placed at the center of the gantry. In this method, 10 × 10-cm pieces of copper sheet with thicknesses of 0.1, 0.2, 0.3, 0.4, and 0.5 mm were used to attenuate the X-ray beam. These filters were placed on a lead collimator above the lower surface of the gantry. Exposure was measured at least thrice and averaged. The equivalence of HVLs derived from the copper pipe and the nonrotating methods were tested using two one-sided test (TOST) with a margin of 0.03 mmCu.
2.D | Monte Carlo simulation based on the new copper pipe method
The copper pipe method was simulated using the Particle and Heavy Ion Transport Code System (PHITS) ver. 3.00. 6 The free software X-Tucker-3, which calculates X-ray energy spectra by using a corrected
Tucker's formula, 7 was used for estimating the X-ray energy spec- of 80, 100, 120, and 140 kV spectra were obtained for a 64-channel MDCT scanner. Attenuation curves obtained from the conventional nonrotating method were used to determine the shape of the spectrum. Because the material and thickness of the inherent filter were not described, the material of the filter was assumed to be aluminum and the filter thickness was determined based on an identical attenuation curve obtained from a conventional nonrotating method. In this study, exposure was measured only at the center of the gantry;
thus, the thickness of inherent filter included the thickness of bowtie filter at the center.
The simulation geometry was defined based on the actual measurements of the copper pipe method. A source-to-isocenter distance and X-ray beam angle were chosen based on each CT scanner specification. A fan-shaped beam was defined using a default conebeam and a pair of collimators. Because the couch was not in the beam path, it was not defined in the simulation. The calculated spectrum was imported into PHITS, and particle transportation was simulated. Batch and history numbers were set to minimize the relative error to <1.0%. Equivalence of the copper pipe and the simulation methods were analyzed using TOST equivalence test with a margin of 0.03 mmCu to determine statistical significance. Using the linear attenuation coefficient of copper, HVLs were converted to effective energies. 8 
| RESULTS
Attenuation curves derived from the new copper pipe method are shown in Fig. 4 for the 16-channel MDCT and Fig. 5 for the 64channel MDCT. HVL at each tube voltage is shown as x mark on each attenuation curve. In this method, HVL was derived using quadratic function for the entire dataset because the polyenergetic photon beam was exposed to the attenuator and the CT ionization chamber. Because the attenuation curve did not follow exponential function, the quadratic function was used. The linear coefficient of determination for each attenuation curve was approximately 0.99.
This trend was observed both in 16-channel and 64-channel MDCTs for all tube voltages. The standard deviation of each data point was <0.01. Table 1 presents the results of HVLs measured using the conventional nonrotating, copper pipe, and simulation methods. The TOST procedure yielded equivalence between HVLs derived by the copper pipe and the nonrotating methods (P < 0.05) at the prede- Even considering an equivalent margin of 0.03, the corresponding difference in effective energy is approximately 2 keV. In addition, the actual difference in HVLs derived from the new copper pipe and the nonrotating method was less than 0.03 mmCu; thus, we believe that this difference was negligible.
Previous studies have investigated several methods to measure
HVLs while the X-ray tube is rotating. However, most of these methods require new, complicated equipment to support the attenuators and CT ionization chamber or CT chamber with special functions, such as a real-time dosimeter. [1] [2] [3] [4] [5] Though the copper pipes were developed by ourselves and they are not available in the market, the new copper pipe method is unique because it can measure HVLs using the existing CT ionization chamber without using complicated equipment to support them.
Comparing the former copper pipe method, HVL was consistently calculated using the new copper pipe method. In the former copper pipe method, different approximation functions were used based on the thicknesses of the copper pipe. In the new copper pipe method, HVL was measured using a quadratic function for the whole dataset.
The limitation of the former copper pipe method can be attributed to the length and the diameter of the copper pipe, which is not large enough to remove scattered radiation from the X-ray beam. On the other hand, the length and the diameter of the new copper pipe are longer and smaller than those of the former copper pipe. Because of this, scattered radiation appears to be removed by the longer copper pipe. The new copper pipe seems to contribute to minimize the amount of scattered radiation measured by the ionization chamber. This study also demonstrated that HVLs measured using the new copper pipe method were equivalent to HVLs derived using the conventional nonrotating method. According to the present study, the relative error in effective energy was approximately 0.89% for the new copper pipe method. Iida et al. 3 showed that the relative error in effective energy was 1.81% for the former copper pipe method, which was larger than that for the new copper pipe method. Moreover, the accuracy of the new copper pipe method was verified using the simulation method based on the geometry of new copper pipe method. The difference between HVLs measured by these methods were also equivalent. Notably, the average error estimated between the actual measurement and simulation methods based on the new copper pipe method was relatively small. This result implies that the accuracy of the new copper pipe method can be shown by not only comparing nonrotating conventional method but also simulation method based on the new copper pipe method. The new copper pipe method also has advantages in data collection and analysis over the former copper pipe method.
The new copper pipe method has several future perspectives.
For over 10 years, some medical institutions have used dual energy CT (DECT) for image processing, such as monoenergetic image reconstruction, to decrease beam-hardening effects and bone removal in CT angiography. 9 However, there are few methods to evaluate the X-ray energy in DECT. 10 Understanding HVL as a basic physical characteristic of DECT is of importance. The copper pipe method possibly applies to the split-beam DECT. By applying this method, it could be possible to obtain average HVL of two type of energy spectra. This method is considered to contribute to derive the mass energy coefficient ratio and calculate organ dose when this type of the scanners are used. 10, 11 There is another perspective, the copper pipe method may allow the estimation of the spectrum inside the dosimetry phantom. The diameter of the CT ionization chamber is 9 mm, 12 and the chamber ports diameter of the CTDI phantom is 13.1 mm. 13 Therefore, it is possible to insert the CT chamber covered with copper pipe into the CTDI phantom. By putting CT ionization chamber covered by copper pipe absorbers, HVLs inside the phantom can be evaluated. We believe measuring HVLs inside the phantom can provide new aspect to understand the dose estimation for patients.
Some limitations of this study must be noted. First, only two CT scanners were used to verify the accuracy of HVL measured using the copper pipe method. Although the average error between the conventional nonrotating and copper pipe methods was approximately 0.01 mmCu in this study, it may be different in other CT scanners. Secondly, aluminum HVL was not discussed in this study.
Although some reports suggested that the aluminum HVL should be used on diagnostic field, 14 copper is also appropriate as the attenuator for measuring HVL in the energy range of CT scan. 15 Thirdly, the present study did not explain the mechanism of the scattered radiation correction and the effect of the beam hardening enough. However, the differences between HVLs derived from copper pipe method and those derived from the conventional method were not significant. In a future study, the change in spectrum due to beam hardening should be investigated to determine a better correction method. Lastly, the X-ray energy spectrum for the simulation method was not directly measured. Instead, the X-ray energy spectrum was calculated from the tube voltage, target angle, and thickness of inherent filter. Previous study showed that measured doses and simulated doses using spectra calculated by Tucker's formula were agreed well, 16 thus we believe that defined spectrum was sufficiently precise to simulate measured exposure.
| CONCLUSION
The study demonstrated the ease and inexpensiveness of the new copper pipe method that also improved on the accuracy of the former method. It was observed that the new copper pipe method can measure HVL while the X-ray tube is rotating as efficiently as the conventional nonrotating method. It required neither the use of service engineering mode nor any special support mechanism. This method can ensure that HVL of CT scanner can easily be evaluated with minimal equipment, and it is applicable in clinical setting for quality assurance of CT scanner and dose estimation for patients. 
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